Thyroid hormone-free albumin: Charcoal treatment or resin treatment

Kiyoshi Tanaka,*** Yasunori Matsumoto,*** Mamoru Mochizuki,*** Mitsuru Takezawa,***
Masami Yoshimura,*** Teruyuki Motomura,*** Fumio Fukuda*** and Kazuwa Nakao***

*Radioisotope Research Center, Kyoto University
**Department of Medicine and Clinical Science, Kyoto University, Graduate School of Medicine
***Department of Nuclear Medicine, and Clinical Laboratory, Shizuoka General Hospital

Free thyroid hormone measurement by means of immunoassay kits is greatly influenced by the altered serum albumin and free fatty acid (FFA) levels. In the evaluation of these kits, it is therefore essential to study the interferences due to these factors by adding FFA or thyroid hormone-free human serum albumin (HSA) to the assay mixture, but little attention has been paid to the selection of albumin.

In the present study, FFA content in various preparations of thyroid hormone-free HSA was compared. Charcoal-treated HSA was free from both thyroid hormone and FFA, whereas anion exchange resin-treated HSA was only free from thyroid hormone. Commercially available “FFA-free HSA” was also free from thyroid hormone. Our results suggest that attention must be paid to the nature of albumin when studying the interference by albumin in free thyroid hormone measurement and that commercially available “FFA-free HSA” is a ready-to-use thyroid hormone-free HSA when HSA free from both FFA and thyroid hormone is desired.

Key words: free thyroid hormone, charcoal, resin, albumin