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　　　　　Kethoxa1－bis－（thiosemicarbazone），　a　bis
－ thiosemicarbazone　（BDS）　derivative，　coordi－
nates　with　tetravalent　TcO2＋　and　generates
a　very　stable　and　neutral　complex．　BDS，
which　is　an　easy　to　synthesize　molecule　of
small　size　and　low　toxicity，　was　used　as　a
bifunctional　chelating　agent　for　the　synthe－
sis　of　a　1，2　qlucose－bis（thiosemicarbazone）
（GTS）．　The　labeling　with　Tc－99m　was　carried
out　with　the　Sn－Resin　kit　method，　a七　pH　5－6．
　　　　　工n　spite　of　some　labeling　difficulties，
high　labelinq　efficiency　was　obtained，　upon
strict　control　of　Sn－Resin　physical　state．
　　　　　Scintigraphic　studies　of　intravenously
injected　Tc－99rn－GTS　to　white　long　ear　rab－
bit，　detec七ed　high　activity　in　the　brain　and
in　the　heart　at　the　early　stage，　different
from　the　blood　pool，　followed　by　a　Very　fast
clearance．　The　presence　of　lipophilic　and
hydrophilic　groups，　as　well　as　the　neutral
charge　of　the　Tc－99m－GTS　are　considered　as
responsible．
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　　　The　methodology　of　using　gel　chromatogra－
phy　coluロm　scanning　（GCS）　for　quality　con－
trol　of　Tc－ggm－radiopharmaceuticals　in　rou－
tine　clinical　work　and　its　validity　are　re－
ported．　The　materials　were　Tc－ggm－compounds
commonly　used，　i．e　Tc－g9m－DMSA，－pertechnetate
，－DTPA，－MDP，－phytate　and　－HSA．　The　smal1　巳el
columns　（Dia：9mm，　L：12cm）　contained　Sephadex
G－25　Medium　gel　were　eluted　with　5．Oml　O．9％
NaCl　eluent　in　Tc－ggm－D｝｛SA，－pertechnetate，
－ DTPA，－r4DP，－phytate，and　with　1．5ml　one　in
Tc－99m－HSA．　With　a　scintillation　camera　and
computer　system，　the　radioactivity　distribu－
tion　of　the　column　（GCS　profile）　was　obtained
，and　then　the　main　peak　in　the　GCS　profile
was　measured．　IPhe　results　are　as　folユows；
1）　The　main　peaks　for　Tc－99m－D恒SA，－pertechne－
tate，－DTPA，－MDP，－phytate　and　－HSA　were　resp＿
ectively　gel　top，う．5，　7．5，　ソ．う，　10．5　and　6．5

cm．　2）　The　time　needed　for　recording　and　data
analysis　was　very　short．　That　is．　the　appro－
ximate　times　with　the　techniques　used　were：
sample　apPlication　and　elution，　ca・5min・；
data　acquisition　of　one　to　three　columns　at
one　time，　ca．2－5min．；　and　data　analysis　and
documerltation，　a　few　minutes．　5）　With　this
method，　Tc－99m－compounds　and　various　impuri－
ties　are　obtained　in　one　testing　Procedures．
4）　GCS　method　is　a　rapid　and　reliable　method
fOr　the　qUality　COntrOI　Of　「11C－99m－　radiO－

pharmaceuticals．
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　　　The　thin　layer　chromatography　（TLC）　is　a
method　of　wide　use　to　measure　the　labelinq
efficiency　of　radiopharmaceuticals　because
of　its　simplici七y　and　convenience．　Althouqh
many　adsorbent－solvent　systems　were　reported，
they　do　not　distinguish　insoluble　Tc－99m
species　from　the　Tc－99m　labeled　compounds．
　　　The　purpose　of　this　work　is　to　develop　a
more　sui七able　T1」C　system　for　analysis　of
radiopharrnaceuticals．
　　　After　a　series　of　experiments，　we　found
out　a　new　TLC　system　which　consists　of　409
acetylated　cellulose　（adsorbent）　and　NH4Cl
（1M）－urea（5M）　mixture　（solvent）．　Wi七h　this
new　TLC　sys七em，　Tc－99m　compounds　（such　as
Tc－99m　HMDP，　EHDP，　MDP　＆　DMSA）　miqrate　with
Rf　value　of　about　O．98，　while　insoluble　Tc－
99m　species　remain　at　the　origin，　and　free
pertechnetate　moves　with　Rf　O．75．
　　　For　the　analysis　of　In－111　chloride，　we
found　another　new　TLC　system　which　consists
of　cellulose　（adsorbent）　and　O．5M　NaC1
（solvent）．　With　this　system，　工n－111　chloride
（Rf＝0．32）　was　completely　separated　from　ln－
lll　hydroxide　（origin）．　We　confirmed　that
these　two　compounds　（chloride　and　hydroxide）
show　entirely　different　biodistribution　in
rats，　reflecting　七heir　erythroid　or　retic－
uloendothelial　seeking　properties．
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　　　There　are　many　published　studies　which
were　researched　in　synthesis　and　medical　use
of　C－11　0r　N－13　Amino　Acids．　We　produced　C一
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by　the　addition　of　phosphoenolpyruvate，
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was　purified　by　IR－120　cationexchanqe　chro－
matography　and　characterized　by　TI、C（EtOH：
water＝8：2）．Reaction　time　was　50－60　min　and
radiochemical　yield　was　8－13亀．At　30min　after
intravenous　inゴection　of　this　preparation
in　rats　tconcentrations　of　C－11　0bserved　were
：　Brain，0．62，Heart，1．24；Lung，2．81；Liver，
2．66；Kidney，2．63，Spleen，1．53；and　Pancreas，
3．51，（count／g　tissue）／（count／g　blood）．
And　C－ll－（4）－Aspartic　Acid　was　met二abolised
二宝，；：：1；言8そ。？b°ut　6°“°f　the’n」ected　C－”

Shema　of　Enz　matic　Sh　ntesis
C－1－CO2＋PEPF±C－11－Oxa1・acetic　Acid．＋Pi
　　　　　　　　　　　　PEP－Carboxylase

C－11－Oxaloacetic　Acid

C－11－Aspar七ic　Acid

＋Glu
　　　　　　　GOT

＋　－ketoglutalate
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