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　　　Very　rapid　reporting　of　results　is　often
required　in　laboratory　of　radioimmunoassay．
During　the　surgical　operation　of　a　patient
with　suspected　insulinoma，　measurement　of
IRI　was　requested．　Therefore　we　developed
rapid　procedure　of　IRI　assay　using　two　anti－
body　method　（Eiken　RIA　kit）
　　　　Bound　percent　was　rapidly　increased
and　reached　a　platou　of　about　45　も　by　four
hours　at　37　de●ree　C．　Bound　percent　at　30
minutes　incubation　was　about　25　も　and　was
30　9　at　one　hour．　　Intra－assay　preclslon，
inter－assay　bias　and　recovery　ratio　showed
no　significant　chanqe　between　a　stnadard
method　of　24　hours　incubation　at　4　C　and
one　hour　methods．　Estirnated　IR工　concentra－
tion　showed　good　correlation　of　r＝0．9918
between　the　standard　and　one　hour　method．
A　method　of　30　minutes　incubation　showed
slightly　hiqher　concentration　at　hiqher
dose　level　（r＝0．9376）．　　However　semiquanti－
tative　assessment　of　IR工　can　be　made　with
30　minutes　method　or　even　with　l5　minutes
method．　1t　took　about　2　hours　from　blood
drawing　to　reportinq　result．
　　　Total　examination　period　could　be　made
shorter　even　more，　if　nonseparation　mehtod
is　applied．　Because　an　application　of　non－
separation　method　can　save　more　than　more
than　30　minutes　which　was　requrired　for
second　incubation　and　centrifugation．
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　　　It　is　important　to　knowβ一cell　function
with　determined　the　blood　sugar　and　the
serum　insulin　in　the　diagnosis　and　the
therapy　of　the　diabetes．　　The　serum　insulin
has　been　determined　by　the　method　of　the
radioi㎜unoassay，　but　it　was　not　divided
the　inside　and　the　outside　of　the　insulin．
As　the　proinsulin　is　resolved　to　the　insulin
and　C－peptide　in　theβ一cell，　the　determi－
nation　of　the　C－peptide　is　able　to　know　the
secretlon　ability　of　the　insulin．　　The
fundamental　studies　were　tested　in　C－peptide
kit　Daiichi　II，　and　this　was　compared　with
C－peptide　kit　Daiichi　I．　　Both　kits　had　a
good　corelation．　　75g　O．G．T．T．　were　per－
formed　on　200　cases．　　These　cases　were
normal，　borderline，　mild　diabetes，　moderate
diabetes，　severe　diabetes　and　chronic
pancreatitis．　　The　blood　sugar，　insulin　and
C－peptide　in　serum　were　determined　at　the
fasting　state，　30　min．，　60　min．，　and　l20
min．　after　loading　75g　glucose．　The　se－
cretion　of　C－peptide　decreased　in　the　cases
of　severe　diabetes．　　In　the　cases　of　the
insulin　theraρy，　the　insulin　level　was　high，
but　the　C－peptide　level　was　low．　　These
results　suggests．　this　kit　is　useful　at
clinical　apPlication．
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　　　This　investigation　was　しtndertaken　to
evaluate　a　high　thyroxine－binding　globulin
（TBG）　concentration，　in　conjunction　with
the　liver　scintigram．　　　Studies　were　per－
formed　in　26　patients　with　primary　hepato－
cellular　earcinoma（PHC），　22　post－operative
patients　with　liver　metastases，　10　post－
operative　patients　with　bone　metastases，
and　l8　follow－up　with　chronic　liver　dis－
eases（CLD）．　　The　serum　was　collected　just
before　the　inJection　to　obtain　the　rele－
vant　scintigram．　　TBG　was　assayed　by　the
manufacturer，s　protocol．　　All　patients
were　subjected　to　thyroid　hormones，　AFP，
and　CEA．　　工n　our　examination，　［1］BG　was

signiftcantly　higher　than　normal　when　liver
tumors，　whatever　the　prirnary　site　of　the
tumor　or　its　histological　findings，　were
also　seen　on　the　scintigram．　　Fox’PHC，
TBG　was　increased　in　about　69．2％（18／26）　of
the　patients．　　Increased　level　of　AFP　was
noticed
tients．
stases，
（19／22）
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　　For　the　patients　with　liver　meta－
TBG　was　increased　in　about　86．」↓％

of　the　patients．　　　工ncreased　level
　　　noticed　in　about　54．4％（12／22）
　　　　　　　．　　　But　all　their　［1］BG　was

　　　　　　　　　　．　　　The　results　indicate

　　　　　　TBG　with　a　positive　liver
　　　　　　　　　a　reliable　tumor　marker
　　　　　liver　tumors．
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　Fundan，〕ental　study；　It　was　bet　ter　for　the　assay　to

take　3－18　hours　for　the　f　irst　incubat　ion　t　ime　and

15－30rninites　for　the　second　incubat　ion　t　ime．　The
incubat　ion　temperature　“as　sat　isfied　at　broad　㎜．

temrperature．　The　variance　of　intraassay　and　inter－
assay　were　under　IC回（C．V．）．　High　AFP　concentrat　ion

samples　either　within　standard　range　or　over　stan－
dard　range　were　very　well　measしtred　by　dilut　ion　me－

thod　with　dilution　senn．．　The　correlation　of　this

method　and　the　second　antibody　method（Dainabot）was
retained　on　various　IgG　concentrat　ion　sa五亨）1es，be－

couse　Tachisorb　is　complex　of　second　antibody　and
protein－A（st　aphy1（x⊃occal　aureus）．　But　this　method

was　not　（x㎎）1etely　ident　ity　of　seoond　ant　ibody　me－

thod　by　dilution　t㏄㎞ique　with　nomal　saline．
　　CI　inical　evaluat　ion；　We　measured　AFP　levels　in
serum　in　healthy　adult　and　sorne　l　iver　i　l　lnesses，and

also　pregnant　wornen　at　d　i　fferrent　st　ages　of　preg－

nancy，　The　normal　range　with　this　kit　was　under　10

ng／m1．

　　The　ease　of　preparat　icn　with　the　st　aphy1（xx）ccal

aureus　second　a皿t　ibody　reagent，　this　method　nlay　be

usefull　in　AFP　radioirTrmmoassay　procedure．

Presented by Medical*Online


	0507



