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RENAL　DYNAM工C
H工PPURATE．

STUDY　WITH　工一123－ORTHO工ODO一

〇f　Rad　ology，Kobe　Univers　ty　School　of　Med1－
cine．　　Kobe．

　　　Renography　was　performed　with　工一123－0工H
using　a　gamma　camera　and　digital　data　acqui－
sition　system　for　the　evaluation　of　renal
structure　and　function．　As　for　sequen七ial
renal　scintiqrams，　both　hiqh－quality　paren－
chymal　and　excretory　images　were　simulta－
neously　obtained，　so　they　were　assessed　to
be　useful　in　morphological　evaluation　of　not
only　renal　parenchymal　disease　but　also
obstructive　nephropathy．
Regional　renograms　and　functional　imaqes
derived　with　irnage　processing　were　useful　in
the　evaluation　of　regional　function　and
extention　of　the　functional　disorder．
Furetherrnore　，　calculation　of　renal　Mean
Transit　Time（M．T．T．）was　applied　by　means　of
　　　　　　，　　　　　　ロ　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　ロ　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　
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The　mean　value　of　M．T．T．　in
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　　rnean　values　of　the　cases　with
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　significantly　prolonged．　工t　was
　　　　　　　　　　　　　　　　　　　　　was　useful

assessment　of　renal　function．
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　　　　　　　　　　　　of　renal　dynamtc
　工一123－orthoiodohipPurate（工一123－
　　　　　　　　　　　　in　37　cases　whlch

　cases　of　hypertension　and　5　cases
　cancer．　On　七hin　layer　chromato－
　　　％　chloroform　and　lO　％　acetic
　　　　　　in　the　urlne　was　similar　to
　The　Rf　value　was　O．43．　The　blood
curves　of　工一123－0工H　were　evaluated
　　　A　case　with　good　renogram　curve
　　clearance　curve．　　Renogram
　　　　　　　　　　　　　　similar　to　that　of

　　　　　　The　scin七igraphic　images　of
　　　　　low　energy　colllmator　were
　　that　of　工一131－0工H　with　high
　　　　　　　　　The　scintigraphic　images
　　　　　　　low　energy　collimator　were
　　　　　　　to　that　of　Tc－99m－DTPA
　　　　　　collimator．
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　　　　Fundarnental　and　clinical　evaluation　of
renogr　aphy　with　工一123－O工H　were　performed　as
cornpared　with　I－13　1・一　OIH　renography．　Thin－
1ayer　Ch　rornatogr　aphi　c　analysis　of　both
radiopharmaceutical　aqents　and　the　urinary
excretion　products　showed　a　sing　le　radio－
（inernical　forrn　（Rf＝0．20）．　The　counting　effi－

ciency　of　a　collimated　l－123－OIH　source　was
4　times　that　obtained　with　工一131－O工H．　Good
bar－phantorn（3．4㎜）images　were　obtained　with
エー123－OエHwhile　fair　images　with　I－131－OエH
were　observed　for　6．4㎜of　bar－phantom．
Sequential　dynamic　renal　images　were　obtain－
ed　in　40　patients　with　renal　diseases
following　inゴection　of　700pCi　of　工一123－OIH
or　70pCi　of　I－13　1－O工H．　A　comparison　between
工一123－OIH　and　工一131－OIH　was　performed　in　the
same　norrnal　subゴect　and　patient　with　pelvic
abscess．　Good　quality　irnages　and　reproduci一
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E）ALUATION　OF　TRANSPLANTED　KIDNEY　FUNCTION
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renograms　with　I－123－O工H　were　obtained．
renal　images　with　I－123－O工H　showed　poo1－
of　the　traoer　in　the　right　pelvis　and
regional　renogram　over　the　pelvic　region
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　in　the

　　　　We　conc　lu　de‡（a）1－123－　OIH　is　a　sta－

agent．　（b）（bmpared　with　工一131－OIH，accu－
　renograrns　and　high－quality　renal　imaqes
　　　　　　　　　　　I－123－　OIH．　（c）Renog　raphy

　工一123－OIH　is　very　useful　in　clinical
　　　　　　　　　　renal　function．

旦i」上L』　Dep．of　Rad．　Yama∩ashi　Uni）．
School　of　Med．，Dep．of　Rad．　Chiba　Uni）．　Hos－
pita1，Di∨．of　Clin．Reg．　NIRS，Dep．of　2nd　Sur．
Chiba　Uni∨，　School　of　Med．

　　　　A　non－in）a3i）e　巴tudy　for　e）a｜uating

tran8planted　kidney　function　uag　developed
using　I－123　0rtho－iodo－hippurate（10H）　uith
radionuclide　image　processing　technique．
Twenty　patients　with　transpl8nted　kidneys
of　feu　weeks　to　ge∨eral　yearg　old　were　im－
aged　after　the　8dministration　of　lmCi　I－OIH
．　Functional　image思　uith　4　kind巴　of　para－
meter5　uere　processed　and　e）81uated．　The
O∩e　uith　a　parameter　o千　regiOnal　COunts　in
early　blood　flou　pha8e　of　renogramθ　multi－
plied　by　the　effecti）e　renal　blood　flou　（ER
BF）．　seemed　to　be　the　mo色t　promi99ing　indi－
cator　for　the　function　of　trangplanted　kid－
ney8．　The　ERBF　uas　calculated　by　counting
5－　and　25－minute　blood　gample5．　The　kidney3
add　a∩other　valuable　informations　to　the
conventionel　serum　creatinine　and　BUN　）a－
1us．
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