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MULT工一GATED　CARD工AC　BLOOD－POOL　STUDY　USING
CONVERG工NG　COLLIMATOR　IN　SMALL　INFANT　S．
K．takeda，H．Maeda，K．Matsumura，K．Nakarnura，
1．Yamaguchi　and　T．Nakagawa．　　Mie　Univer－
sity．　　Tsu．

　　　In　general，　the　reliability　of　multi－
gated　（MUGA）　car’diac　blood－pool　study　seems
to　be　poor　in　small　infants．　　工t　is　mainly
because　the　objects　are　too　small　to
provide　clear　cardiac　images．　　In　this
study，　MUGA　studies　with　converging
collimator　were　performed　in　7　infants
（ages　3m－4y，　mean　1．9y）　in　order　to　obtain

good　quality　images．　　Radionuclide
ventriculogram　using　converging　collimator
provided　irnproved　magnification　and
resolution，　so　that　left　ventricle　（LV）－
right　ventricle　separation　could　be
adequately　perfo　rmed　even　in　small　infants．
Values　of　LV　ejection　fraction　calculated
by　this　method　showed　significant　corre－
1ation　with　those　obtained　by　contrast
ventriculography　（rsO．884，　p〈O．01）．　　This

method　is　highly　valuable　for　improvement
the　diagnostic　accuracy　of　MUGA　study　in
small　infants．
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EVALUATION　　OF　A　NEW　　AQUISIT工ON　　TECHNIQUE
FOR　　MULTIPLE　　GATED　　IMAGES　WITH　　REVERSE
GATED　AND　MULTIPLE　BUFFER　METHOD・工
H．Shinohara　　K．Kume　　　　　　　　　　　　　　　　　　　and　H．Wani．　Showa　Univ．

Fujigaoka　　Hp．　　and　　Shimadzu　　Corporation．
Yokohama　and　Kyoto．

　　　Multiple　　ECG　gated　blood　pool　scan（MGS）
has　　　a　　　essential　　weak　　　point　　　to　　　an

arrhythmia．　　As　　its　　accuracy　lowering　　as
heart　rate　varies　and　as　later　as　in　　phase
of　synchronized　R　wave．　　Usually，　list　mode
data　　　acquisition　　　or　　multiple　　　buffer
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But　thease　technique　requires　us　bulky　data
P「ocesslng　time　and　storage　rnemory　or　　data
acqulsltion　time．　Anew　technique　has　been
developed　　that　　enable　to　acquire　the　　MGS
reversely　　synchronized　to　R　wave　in　　image
mode　　　　at　　　the　　　time　　　of　　　usual　　　MGS
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EVALUATION　OF　IVC　AND　HV　REFLUX　WITH　USE　OF

PHASE　AND　AMPLITUDE　ANALYSIS．　＿
M．Mashimo　T．Kato　T．Mi　amae　M．Ide　S．Kinoshita
and　Y・Dohi・　Saitama　Medical　Schoo1．　Moroyama，
Iruma，Saitama

　　　It　was　found　from　a　computer　analysis
that　the　reflux　to　IVC　and　hepatic　vein（HV）
observed　in　the　radionuclide　angiographies
varied　with　time　periodically．　　The　varia－
tion　has　often　both　respiratory　and　pulsa－
tion　components・　　In　the　previous　report
we　proposed　a　quantification　method　of　the
reflux　in　which　the　time－activity　curve　ge－
nerated　over　the　ROI　of　IVC　and　HV　was　sub－
Jected　to　Fourier　transformation　with　the
mean　period　over　5－20　pulsations．　　This　me－
thod　may　be　unreliable　if　there　are　arry－
t㎞ia，　respiratory　irregularity　and　large
statistical　fluctuation．　In　this　study　we
tried　to　improve　the　method　by　performing
the　Fourier　transformation　beat　by　beat．　We
can　obtain　the　sets　of　phase　and　amplitude，
the　number　of　which　is　the　same　as　pulsa－
tions．　　The　mean　and　standard　deviation　in
the　phase　space　are　the　good　indices　for
evaluating　the　reflux．　　The　first　pass　Fou－
rier　phase　image　shows　the　phase　relation
between　the　reflux　and　right　cardiac　cham－
bers．　　The　phase　difference　of　180　　between
the　reflux　and　the　right　ventricle　suggests
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the　contraction　tlmlng　failure
RA．　While，the　inphase　relation
tricuspid　regurgitation．　The　first
method　was　found　superior　than
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QUANT工TAT工VE　ASSESSMENT　OF　REGURG工TANT　　VOL－
U）CE　IN　PATIENTS　W工TH　LEFT－SIDED　VALVU1」AR
REGURGITAT工ON　BY　THE　AMPL工TUDE　RATIO　METHOD．
S．Kosuda，　」．Satoh，M．Nakamura，Y．Yonahara，　T．
Asata，M．Naito，H．Nakosh1，M．Hon　a，A．Kubo，　S．
Hashlmoto．　Oh　ura　Natlona　　Hosplta1，　The　2一
五a－『「National　Hospital，　Keio　University
School　of　Medicine．　Tokyo．

　　　Our　group　has　reported　the　usefulness　of
regurgitant　fraction（RF），　derived　from
stroke　count　ra七io（SCR）　which　determined
from　multi－qated　equilibrium　blood　pool
study．　This　SCR　method　is　a　noninvasive
technique　and　is　suited　for　serial　studies，
however，　this　has　a　drawback，　that　is，　the
overlap　of　the　SCR　values　of　contro1　8ub一
ゴects　and　those　of　patients　with　valvular
　　　　　　，　　　　　　　　　　　　　

regurgltation・
　Utilizing　that　total　of　the　Fourier　ampli－
tude　value　of　each　pixel　in　the　RO工　on　the
ventricle　would　be　proportional　to　the
stroke　volume，　the　cornparative　studies　bet－
ween　the　SCR　method　and　ventricular　arnpli－
tude　ratio（VAR）　method　have　been　perforrned
in　43　patients　with　miscellaneous　heart　dis－
eases．
　Our　studies　showed　that　the　VAR　values　re－
vealed　less　deviation　than　the　SCR　values　in
30patients　without　valve　disease，　and七he
VAR　method　more．clearly　distinquished　the　13
patients　with　valvular　regurgi七ati◎n　from
the　30　patients　without　valve　disease　than
the　SCR　me七hod．
　In　conclusion，　the　VAR　method　appears　to
provide　a　more　reliable　means　of　identifying
patients　with　valvular　regurgitation・
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