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PRELIMINARY　PERFORMANCES　OF　BRAIN　BLOOD
FLOW　SCINTIGRAPHY　BY　I－123　1MP．　　H．Hoshi，
S．Ono，K．Watanabe．　Department　of　Radiology，

Miya・aki　Medica1　C。11eqe・一．
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　Higashl　　　　　　　　　　　　　　　　　　　　　　　　MiyazakiDepartment　of　Radiologyr
Byoin　National　Sanatorium．　　T．Ueda，
K．Kinoshita．　Department　of　Neurosurgery，
Miyazaki　Medical　Colleqe．

　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　ロ　　　Basic　studies　of　SPECT　image　by　rotatlng
gamma　calnera　and　circular－detector　array
hybrid　emission　computed　tomograph　using
I－123　were　reported．　　工nstruments　used　were
MaxiCamera　400T（G．E．）　as　a　rotatlng　gamma
camera　and　HEADTOME　SET－020（Shimatzu）　as　a
circular－detector　array　hybrid　gamma　camera．
Pantom　for　uniformity　is　cylindrical　shape
（20cm　in　diameter　and　10cm　in　hight）　filled
with　I－123　solution　of　o．3【ノiCi／ml】　in

density．　Bar　phantom　for　spacial　resolu－
tion　is　arranqed　4　types　of　acryl　board
（0．75，　1．0，　1．5　and　2．0［cm】　in　width）．

Sensitivities　are　2607【cps〃Ci／m1／slige］in
MaxiCamera　400T　usinq　low　energy　collimator
（LEGP）t　3176　in　MaxiCamera　using　medium
energy・・11im・t・・（MESP）and　10166　i・SET－
020．　Uniformities　are　be七ter　ln　rotatlng
qamma　camera　than　in　circular－detector
array　hybrid　camera．　Spatial　resolutions
are　1．5【cm】　in　MaxiCarnera　400T　and　O．75［cm】

in　SET－020　by　SPECT　imaqe　of　bar　phantom．
Spatial　resolution　●et　worse　with　the
increase　of　contamination　of　工一124．
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THE　　CL工N工C肌　　UTILITY　　OF　　S工NG1」E　　PHO「rON
EMISSION　　　　COMPUTED　　　　TOMOGRAPHY　　　　WITH
N一工SOPROPY1」－p－（1－123）IODOAMPHETAMINE　　　　　工N

CEREBROVASCULAR　　　　D工SEASES．　　　　S．Tanada，
Y．Yonekurat　　T．Fujitat　　N．Tarnaki，　　M．Senda，
J．Konishi，　A．Kobayashi，　W．Taki，　M．Ishikawa，
Y．Yonekawa，　H．Handa，　and　K．Torizuka．　Kyoto
University　Medical　Schoo1，Kyoto．

　　　The　purpose　of　this
the　　clinical　　utility　　of
emission　　computed　　tomography
　　．

study　is　to　evaluate
　　　　　single　　photon

N一工sopropy1－P－（1－123）iOdoamphetarnine

cerebrovascular　dエsease　were　studied
was　performed　using　a　rotating　gamma　carnera
or　a　whole　body　multislice　SPECT　scanner．
Data　collection　started　at　15　to　20　minutes
after　intravenous　injection　of　IMP（3　mCi）．

in　cerebrovascuiar　diseases
X－ray　CT　scans．　　　Thirty－Six
　　　　　　　　　　　　　　　　．

　（SPECT）　with
　　　　　　　　にMP）

compared　with
patients　with
　　　　　　．　SPECT

X－ray　CT　scan　was　performed　within　a　few
days．　　　Focal　decrease　of　IMP　was　observed
in　　31　　cases（86亀），　and　　23　　0f　　them（749）

showed　more　extensive　changes　than　X－ray　CT
abnormalities．　No　　エeqional　　chanqes　　were
observed　　in　　the　　other　5　cases，　in　which
X－ray　　CT　　　scan　　　revealed　　only　　　small
abnormalities　or　normal　findinqs．　Crossed
cerebellar　diaschisis　was　　observed　　in　　15
cases，　in　which　12　had　cerebral　infarction
due　to　the　occlusion　or　stenosis　of　ma］or
cerebral　arteries．
　　　These　results　sugges七ed　that　SPECT　with
IMP　was　effective　to　evaluate　the　abnormal
cerebral　perfusion，　althouqh　X－ray　CT　was
more　sensitive　　to　detect　localized　small
abnormalities．
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REG10NAL　CEREBRAL　BLOOD　FLOW　AFTER　STROKE
MEASURED　BY　N－－ISOPROPYL－P（1－123）　IODO－

AMPHETAMINE．
F．Sakai，1く．Ishii，K．Nakazawa，K．Yoda，
J．Suzuki，T．Takamatsu．　Kitasato　Unlverslty
Sagamihara・

　　　N－isopropyl－p（1－123）Iodoamphetamtne－
（IMP）　is　curren七ly　used　as　a　SPECT　tracer
for　the　measurement　of　cerebral　blood
flow　（CBF）．　To　see　the　clinical　useful－
ness　of　the　IMP　as　a　CBF　tracer，　we　stud－
ied　lO　patients　with　cerebral　vascular
diseases．　SPECT　scan　was　performed　using
GE　Maxi　400T　Camera　after　the　lntravenous
inゴection　of　IMP　（3mCi）・　Our　study　con－
firmed　the　following，　1）　the　ischemic
lesion　after　stroke　could　be　evaluated　in
the　early　staqes　even　before　CT　showed
any　abnormality，　2）　the　remote　effect
such　as　transcerebellar　diaschisls　was
visualized，　3）　IMP　was　　more　efficient　to
disclose　the　lesion　responsible　for　the
neuroloqical　siqns　and　symptoms，　4）　the
lesion　responsible　for　the　focal　epilepsy
was　　detected　even　during　the　interictal
period，　5）　IMP　study　was　helpfull　to　eva1－
uate　the　benefit　of　the　surqical　treatrnent
such　as　STA－MCA　anastomosis．　Since　the　di－
stribution　of　工MP　in　the　brain　is　depend－
ent　on　both　the　CBF　and　the　function　of
the　amine　receptor，　caution　should　be
taken　in　the　interpretation　of　IMP　images
for　the　pathological　tissue　in　which　the
dissociation　between　flow　and　metabolism
may　be　possible．
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A　STUDY　OF　REGIONAL　CEREBRAL　BLOOD　FI．，OW
IMAGING　USING　N－ISOPROPYL－P－（1・－123）
10DOAMPHETAMINE（IMP）．　K．Ikekubo，H．Tochio，
H．Yamaguchi，Y．Saiki，H．Ito，T．Higa，T．Tanaka亨
T．Komatsu亨　Department　of　Nuclear　Medicine
and　Department・f　Neur・1・gyf　K・be　General
Hospita1，　Kobe．

　　　A　recently　developed　radiopharmaceutical・
N－Isopropy1－P－（1－123）Iodoamphetamine（IMP）・
enabled　non－invasive　clinical　evaluation　of
・egi・nal　cerebral　b1・・d　f1・w（rCBF）by
simple　intraven・us　adrni　ni　strati・n・Single－－
photon　emission　computed　tomography　（SPECT）
was　performed　in　20　patients　with　various
cerebrovascular　diseases　using　a　rotating
ga㎜a　camera　after　an　intravenous　injection
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　carotidof　IMP．　Three　patients　with　interna1
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　ロocclusion　and　one　with　ruptured　arterlo－
venous　malformation　showed　larger　areas　of
reduced　rCBF　than　the　corresponding　areas　of
reduced　attenuation　on　X－ray　computed　tomo－
grams（XCT）．　Otherwise　IMP－SPECT　and　XCT
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　lesions．showed　comparable　expansion　of
Precise　demonstration　of　rCBF　changes　indi－
cated　further　clinical　usefulness　of　IMP－
SPECT．　Necessity　of　improvement　in　radio－
chemical　purity　of　IMP　and　in　geometry　of
scintilation　detector　to　patient°s　head　is
discussed　for　more　image　quality　of　IMP－
SPECT．
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