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NUMERICA工　EVALUATION　OF　AEROSOL　DEPOSITION　PATTERNS
T．　Teshima，　T．　Isawa，　T．　Hirano，　A．　Ebina，　K．　Shira－

ishi，　and　K．　Konno．　Tohoku　University，　Sendai．

　　，・Unevenness”　on　aerosol　inhalation　lung　images　has

been　numerically　evaluated・　Pathological　lung　i皿ages
range　froln　peripheral　to　central　patterns　corresponding
to　chronic　bronchitis　and　emphysema，　respectively，　but
how　these　patterns　are　numerically　expressed　by　the
indexes　of　，，unevenness”　proposed　by　us　previously　has

not　been　knom．　9　normals，　7　and　l　patients　showing

peripheral　and　central　patterns　were　selected．　15　in－
dexes　from　averaged　count　profiles　and　6　from　shape
were　obtained　for　each　subject．　The　mean　and　other
basic　statistical　values　were　calculated　for　each　in－
dex　and　a　comparison　was　made　between　the　3　groups　of
subjects．　The　results　obtained　are　shown　in　the　fol－
lowing　figure　and　table．

NORMAL■A▼可「庄内N　　　，庄nlPH田RAL　PA▼1冒1こN　　C田㎞AL，A了丁芭日村
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SIMP1、IF工CAT工ON　OF　AEROSOL　工NHALATION　I、UNG
CINE－SC工NT工GRAPHY　AND　ITS　QUANTIFICAT工ON．
T．　工sawa，　T．　Teshimat　T．　Hirano，　A．　Ebina
and　Iく．　Konno．　Tohoku　Universityr　Sendai．

　　　The　purpose　of　the　present　s七udy　was　to
simplify　our　oriqinal　method　of　radioaero－
sol　inhalation　lunq　cine－scintiqraphy　and
its　quantification　to　evaluate　mucociliary
clearance　function　of　the　lungs．
　　　The　original　method　of　measuring　radio－
activity　for　2　hrs　af七er　inhalation　of　aeror
sol　could　be　shortened　to　l　hr　without
sacrificing　the　cine－scintiqraphic　evalua－
tion　and　the　repeat　measurement　a七　24　hrs
could　be　dispensed　with；　instead，　the　alveo－
lar　deposition　ratio　（AI、DR）　which　was　defin－
ed　as　the　amount　of　aerosol　in　the　lungs　at
24　hrs　could　be　estimated　by　the　multiple
linear　regression　ゴunction　ALDR　＝　－　47．03
＋0．44xFEVI．O宅＋0．59　x　LRR60，　here，　FEV
1．O　9　’．was　forced　expiratory　volume　in　l　sec

divided　by　forced　expiratory　volume　in　per
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　ぼ　　　　　　　　　　　　　　　　　　　　　　　　．

cent　and　LRR60，　the　lunq　retention　ratエo
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（LRR）　at　60　mzn．　This　formula
plied　to　both　patien七s
O．813　（p＜0．0001）．　工n

arnount　of　smoking　with
could　also　give　a　good
Once　ALDR　was　derived，
ciency　and　airway
ratio　could　be　easily
　　　Thus　the　presetn
facilitated　a　wider
clinical　practlce・

　　　　ai「way
depositlon
　　　　calculated．
　　revision　seems　to　have
　　use　of　this　method　in

　　　　　　　　　could　be　ap－

　　and　normals　with　r　＝
normals　simply　七he
　　or　without　1、RR60
　　estirnate　of　ALDR．
　　’　　　　clearance　effi－
　　”　　　and　retention
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XE－133　WASH　OUT　AND　REGIONAL　VENTILATION．　A．　Ebina，

T．　Isawa，　T．　Teshima，　T．　Hirano，　and　K・　Konno・

Tohoku　University，　Sendai．

　　The　purpose　of　this　study　was　to　evaluate　the
characteristics　of　the　distribution　of　regional　ven－
tilation　in　the　lungs．　Xe　gas　was　inhaled　with　a
semt－equilibrium　method　and　washed　out　with　air・
　　　　　　　　　　　　　　　　　‘s　Previously　reported　were　ca1－T1／2expls　and　T（A／H）

culated　in　the　whole　and　regional　lungs．　We　also
calculated　and　ideal　half　time　（rTl／2R）　by　dividing

the　real　half　time　by　the　ideal　half　time　to　use　as

an　index　of　unevenness　of　ventilation．
　　The　distribution　of　the　regional　clearance　index－
es，　T1／2exp‘s　and　T（A／H）‘s，　followed　a　log　normal

distribution　（P〈0．01）．　The　geometric　means　of　re－
gional　T1／2exp‘s　and　T（A／H）‘s　correlated　well　with
whose　in　the　whole　lung，　respectively　（r＝0・91　－
0．98，　p〈0．001）．　The　geometric　standard　deviation　had

no　correlation　with　lung　function　data　and　rT1／2R・
In　the　apex・・to－base　distribution　of　regional　clear－

ance　index，　there　was　a　level　where　regional　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　c1　ear・－

ance　index　increased　suddenly．　The　level　progressed
toward　the　apex　with　the　decrease　of　FEV1・O％，　MMF，
V50，　and　V25，　0r　with　the　increase　of　RV／TLC・　Clos－

ing　volume　and　rT1／2R　had　no　correlation　with　it・
　　　In　conclusion，　clearance　index　calculated　in　the
whole　l　ung　would　be　the　geometric　mean　of　the　re－

gional　clearance　index．　Geometric　standard　deviation
of　regional　clearance　index⑨　would　not　be　different
between　the　normal　subjects　and　the　patients　with
various　lung　diseases　or　COPD．　Decrease　in　ventila－
tion　seems　to　begin　from　the　l　ung　base　and　go　to－

ward　the　apex　with　the　progress　of　the　obstructive

changes　of　the　lungs・

’
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A。tudy。n　accura・y。f▽／V　di・tributi。n
analysis　of　X■－133　washout　te8t・
H．　Kageyama，　H．　Kobashi，　Kagava　rosai
Hospita1．　K．　Koike，　Hitachi　medico　oo．
LTD・
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　■We　had　reported　a　new　program　of　V／V　dis－
＿tribution　a冗alygis　by　X●－133　vashout　test
to　the　22nd　meeting　of　this　soci●ty．　It
COnSiSt　Of　a　neW　COUnting　Unit，　meagUring
of　ventilation▼01um●　requir●d　to　wash　out
5。％。f　Xe－・33，V・／2，　pr…nt・ti・n・fセ／V

distribution　by　h．istogram．
This　timegaccuracy　of　thjs　p「o巳「am　was
．xamined　as　follows．
1）Xe－133　wash・ut・urv・5・f　wh。1e　lung・righ
－t，1・ft，　upPer，　middle　and　1・wer　r・gi°n
of　tho　lung　by　ordinary　method　wer●　comp●
－ar●d　with　predicted　vaghout　curv●that
囎9the　summati・n・f　exp・nentia1顕sh・ut
curves　manif●5t●d　ag　each　counting　unit■
These　w●1re　corregpond　gachother・　This　sug－
＿●各t　the　accuracy　of　counting　unit　of　our

P’rogram●
24VI／2／FRC　v・re　c・mpared　with　L・C・1・・a
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　．Tbes●paramet・r・f　Nitr。9・n　va・h。ut　t・st
corr●1ation　cooffici●nt　vas　o．77．　The
▼alue　of　VI／2／FRC　　　　　　　　　　　　　　　　　　　and　L．C．工●　was　more

than　4．5　and　l4．◆rgspe・ti▼・1y　in　patient
wi　th　C・B●，pn●umoconio．5i5　etc・　and　1●s8
than　4．O　and　l4．O　respecti▼ely　in　n・mal

subj●ct■
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