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EVALUATION　OF　LONG　TER「vl　PROGNOSIS　IN
PATIENTS　NITH　MYOCARDIAL　INFARCTION　USING
RADIONUCLIDE　門ETHOD，
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　　　Recently　onset　age　of　myocardial　infarc－
tion　is　distributed　widely　accompanied　with
prolongation　of　expectation　of　life　and
multiplicity　of　coronary　risk　factor．
We　devided　into　two　subgroups　（A：60Y≦　and
B：60Y＞）　and　evaluated　long　term　prognosis
in　each　group　by　measuring　cardiac　function
and　myocardial　viability　from　onset　to　s
years　after　using　non－invasive　radionuclide
method．
Cardiac　function　（L．V．E．F．，　R．V．E．F．，　C．1．）

obtained　by　Tc－99m　cardiac　pooling　image
are　more　remarkably　reduced　in　group　B
than　in　group　A．
But　there　is　no　significant　difference　of
changes　of　myocardial　viability　obtained　by
T1－201　myocardial　image　between　group　A
and　group　B．　　　　　　　　　　　　　　　　　　　’

CAG　studies　were　performed　in“38　cases．
In　cases
function
remarkably

　　　　　　of　variable

　　　　　term　prognosls
myocardial
Non－1nvaslve
useful　for
prognosls
damage．

1　vessel
Effect
long

with　3　vessel　disease　cardiac
and　myocardial　viability　were
　　getting　worse　than　in　cases　with
disease．
　　　　　　　　　coronary　risk　factors　on
　　　　　　　　’　in　patients　with

　　infarction　were　assessed．
　　　radionuclide　examination　is
　　observation　of　long　term
　of　cardiac　function　and　myocardia1
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LV　VOLUME　CALCULATION　BY　S工MPSON　METHOD
USING　CARD工AC　POOL　SCAN　AT　EXERC工SE．
K．Hayashida，T．Nishimura，T．Uehara，M．1くobayashi
G．Shimonaqata　and　M．Ikegaya．National
Cardiovascular　Center，Osaka　and　Toshiba
Medical　Corporation．

　　　To　evaluate　left　ventricular　（LV｝　func－
tion　reserve，　cardiac　pool　scan　was　used．　LV
edge　was　determinated　by　profile　curves　on
radiated　line　from　the　center　of　I、V．　Simpson
me七hod　was　applied　to　cardiac　pool　scan
af七er　determination　of　long　and　short　axes．
There　was　a　good　correlation　r＝0．91　between
this　me七hod　and　contrast　method．　1、VEF，　LVEDV
and　cardiac　output　（CO）　was　evaluated　in
normal　and　abnormal　to　exercise　response
9「oup・
NORMAL　（n＝10）
LVEF　　（2）
LVEDV　（m1）
CO　　（L／rn）

ABNORMA工
LVEF　　（9｝
LVEDV　｛m1｝
CO　　｛L／m｝

After　　　　　　’

EX　I」VEF，

detect
LVEF＞60亀
was　4．66±0．97

　　　REST
　　　64±6．7

118・5±14．3
　5．19±0・88

　EXERCISE
　70・4±5．9

144・0±23．1
10・21±1．40

　　　　　　　　　（n＝10）

　　　　　　　　　　　　　　　　48・1±8．8　　　　　　　44．4±5・1

　　　　　　　　　　　　　　　157・1±34．5　　　　　151・0±19・1
　　　　　　　　　　　　　　　　5・19±1・05　　　　　　6●22±1．61

　　　　　　comparlng　△CO　（EX　CO－REST　CO）　and　peak

　　　　　　　　△CO　was　a　sensitive　parameter　to
　　　　　　　reserve　function　of　LV；　in　peak　EX
　　　　　　　　　（good　exercise　response）（n＝19｝，　△CO
　　　　　　　　　　　　　　（1、／m），　in　peak　EX　LVEF＜50宅

（poor　exercise　response｝（n＝10）　△CO　was　O．99±
0．87　（L／m）．

In　conclusion，　this　method　was　reliable　to
measure　LVEDV　not　only　at　rest　but二at
　　　　　，exerClse．
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H・Kurokaua＊．　T．Klriyama＊．　Y．Katou＊．　K．Kaneko＊，
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　　　The　str。ke▼。lume　uas　d8t6rmimd　bytbe
ther節odilutlon　method　　冒ith　S冒an－Ganz　cath6ter
and　　by　the　count－based　面8thod　uslng　ECG－gatgd
equilibrium　　radionuclide　v6ntrlculo8rams　　in
LAO　projgcti。n　in　eight　patients　．itb
n。evidence。f　intracardiac　shunts　or▼alVUlar
regurgitati。n，　and　phantom　studies　冒erg
perf。rロ6d，　In。rder　to　evaluate　influonc8s
。f　trans頂issi。n　factors　。n　radionuclide　l6ft
ventricula「　stroke　vOIU佑e，

Phantom　　（n＝5） Human　　（n＝8）
RN　　（Y）　　V．　S． RNV　　（Y）　　v．s．

Tm8　α） Th6rmo．（X）
uncorr8cted r＝0．576

Y＝5．02＋0，14X
attenuation r＝0，999 r＝0．836

u＝0．15 Y＝2．43◆1．27X Y＝－12．2＋1．08X

attenuation r＝0．999 　　　　　　　　　　　　lr＝0．838
u＝0．13 Y＝2．03＋1．06X Y＝－6．51＋0．83X

attenuatlon r＝0．999 r＝0．839

＋scatt8r Y＝1．61＋0．84X Y＝－4．77＋0．65X
The radlonuclide　　　strokg volu面e　　　had　　to　　　b

c。rr6cted　by　trans■1ss1。n　factor　includin8　tb6
attenuatien　and　scatter．
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ANEW　COMPUTER工ZED　CARD工AC　DYNAMIC　PHAMTOM
FOR　EASY　REPRESENTATION　OF　THE　WAI、L　　MOTION
ABNORMA工、1TY．　　　　　　R．Futatsuya，J．Yamanishi★，
H．Seto，　　T．Soya，　T．Kamei　　and　M．1くakishita．
Toyama　Med．　　and　Pharm．　University．　★Toyama
UniverSity．　TOyama．

contracted　　by　　a　　piston　controlled
　．
mlc「ocomputer・　　Howeverワ　　regional
motion　　abnormality　could　not　be
easily，　because　abnormality　had　been
changinq　　the　elasticity　of
balloon　wall，　and　dyskinesis
qenerated．

　　　We　　had　been　investigated　　many　　cardiac
regional　　　contraction　　pararneters　　derived
from　nuclear　imaqe　of　a　multicrystal　　gamma
camera　　　七〇　　　improve　　　the　　quanti七a七ive
assessment　　of　　the　left　　ventricular　wall
movement・　　For　　this　　purpose，　we　　made　　a
computerized　　cardiac　　dynamic　　phantom，　a
tracer－filled　　balloon　　was　　periodically

by　a
wa11

generated
　　　　　　　　　　made

the　part　of　the
　　could　not　　be

　　　This　　tirne，　　we　　have　　made　　a

developed　　version　　of　the　cardiac
phantorn　which　　is　easy　　to　　represent
reqional　wall　motion　abnormality．
phantom　has　a　duplex
large　outer　and　a　small
balloon　　　is　　drived　　by　　two
　るpistons　controlled　by　a　　　’
generate　　regional　　　　　　　　　’
　　　　・an
an　　outer　balloon　contraction．
new　phantom’　various　nuclear　image
paralneters　　have　　been　　compared
Yalues　　derived　　from　　the　　phantom
「mage・

　　　　　　　　　　　　　　　　StrUCtUre　COnSiS七inq
　　　　　　　　　　　　　　　　　　　inner　balloon．

　　　　　　　　　　　　　　　　　　　　　　　　　　　independent

　　　　　　　　　　　　　　　　　　　　m工crocomputer．　To

　　　　　　　　　　　　　　contractlon　abnorrnality，

lnner　balloon　contraction　interfere　　in
　　　　　　　　　　　　　　　　　　　　　　　　　　Using　　this

　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　cardiac

　　　　　　　　　　　　　　　　　　　　　　　　　　　　with　the

　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　video

further
dynamic
　　　　the

The　new
　　　　　a

　　　Each
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