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Purpose: We have previously reported the method
of regional cerebral blood flow measurement using V-
isopropyl-p-['2*I]iodoamphetamine, in which the in-
put function into brain was estimated from one-point
venous blood sampling value based on the method of
causality analysis between input and output functions.
In the present study, we examined the effects of differ-
ences in blood sampling site and direction of static
image collection on the accuracy of estimating input
function using this method.

Methods: The subjects consisted of 50 patients of
right forearm venous sampling and 50 patients of left
forearm venous sampling. As the static imaging direc-
tions, the following four combinations were compared
0 all four directions, U anterior and posterior direc-
tions, [ right and left directions, and [ an anterior
direction. The accuracy of measurement was evalu-
ated by comparing the estimated and directly meas-
ured value of input/output function (Caoct/Cvoct),
and by the error indices and the correlation coef-

ficients between the estimated and directly measured
value.

Result: In both groups of venous sampling, there
was no significant difference between the estimated
and directly measured value of Caoct/Cvoct. The error
indices and correlation coefficient showed no signifi-
cant difference between the right and left venous sam-
pling groups. Similarly, no significant influence on
Caoct/Cvoct value was observed by the difference of
static imaging direction. Finally, the rCBF values cal-
culated using these estimations were not significantly
different from those by continuous arterial sampling
method.

Conclusions: These results indicate that both the
difference in venous sampling site and the static imag-
ing direction have little effect on the accuracy in our
new method of rCBF measurement, and suggest its
clinical versatility.
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